Procedures for measuring accuracy and sensitivity of immunochemical pregnancy test kits.
Analytical procedures were used to measure the accuracy and sensitivity of immunochemical pregnancy test kits. Performances of all currently marketed hemagglutination inhibition, latex agglutination inhibition, and direct latex agglutination pregnancy kits were evaluated.